[Postoperative radiography for cochlear implantation].
To define a spatial position of the cochlea in the skull base and to design an appropriate method of skull radiography for demonstration of the multichannel intracochlear electrode array. Measure the angle between the basal turn of the cochlear and the median sagittal line on the axial plane CT from 26 children candidates of cochlear implant and 32 adults. The angle between the axis of the cochlear and the median sagittal line varied from 40 degrees to 68 degrees, the average is 52.66 degrees. The average angle in children is 52.52 degrees (s = 7.07) and 52.80 degrees (s = 5.78) in the adults. The difference between the two group has no significance (P > 0.05). The plain radiography cochlear view gives a clear image of the whole intracochlear electrode array and each individual electrode, it is useful for evaluating the depth and exact position of the electrodes, managing frequency mapping and optimizing speech processing strategies, it can be widely used in cochlear implant clinics and research.